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Introduction: Creation of a fenestration during completion of a total cavopulmonary connection (TCPC) has been associated with a reduction in early mortality and morbidity. However, the long-term benefits are negated by an associated limitation in exercise tolerance and the potential risks of thrombo-embolic complications. We sought to describe the safety and efficacy of an Amplatzer Duct Occluder II (ADO II) for transcatheter fenestration closure following TCPC. Material and methods: Between January 2000 and July 2014, 102 patients underwent percutaneous closure of extra-cardiac TCPC fenestrations with a range of devices. Patients in whom fenestration closure was performed with an ADO II and who had at least 6 months of follow-up were included in this study. Results: Forty-seven patients had successful fenestration occlusion with an ADO II. The mean oxygen saturation and mean systemic venous pressures increased from 84.8 ±6.1% before to 97.6 ±2.9% (p < 0.001) after and from
Introduction
Creation of a fenestration during completion of a total cavo-pulmonary connection (TCPC) has been associated with a reduction in early mortality and morbidity, especially in patients with various risk factors [1] [2] [3] [4] . The mechanism for this reduction is likely to be related to aug-mentation of ventricular preload and reduction in systemic venous pressure [3] [4] [5] [6] . The long-term benefits of a right-to-left shunt facilitated by the fenestration are negated by an associated limitation in exercise tolerance and the potential risks of thrombo-embolic complications [7] [8] [9] [10] . A number of different devices have been used to close fenestrations including coils, plugs, double-disc occluders and covered stents [11] [12] [13] [14] [15] [16] [17] [18] [19] .
The Amplatzer Duct Occluder II (ADO II; St. Jude Medical, St. Paul, Minnesota) was designed for transcatheter patent arterial duct closure [20] [21] [22] .
Subsequently, it has been used in various congenital and acquired defects including ventricular septal defects, coronary arterial fistulas, aorto-pulmonary windows and paravalvular leaks [23] [24] [25] [26] [27] [28] . This is the largest published report evaluating efficacy and safety of the ADO II for closure of fenestrations in patients after extra-cardiac TCPC.
Material and methods

Study population
Between January 2000 and July 2014, 102 patients after TCPC underwent percutaneous fenestration closure with a range of devices. The ADO II device was used in 53 cases, 47 of whom have achieved at least 6 months of post-procedure active follow-up. The local medical ethics committee approved the study, and individual patient consent was waived due to the retrospective nature of the research. The medical notes, catheterization reports and outpatient clinic notes were reviewed as the primary data sources. Patients' demographic data, medications, oxygen saturations and echocardiography results before and after the intervention were recorded. Complications including vascular trauma and new heart failure symptoms (hepatomegaly, ascites, peripheral edema, low diuresis, tachycardia) after fenestration occlusion were noted as well. The indication for intervention was a low resting oxygen saturation (77.1 ±5.9%) with a patent fenestration confirmed on transthoracic echocardiography (TTE). All of the patients had some degree of subjective exercise limitation, but this was not formally assessed prior to closure.
The diagnoses, medications and echocardiographic parameters are summarized in Table I . The intervention was performed at a median of 12.6 months (range: 0.1-51 months) after the TCPC procedure with the median age and weight of 6.1 years (range: 3.9-10.6 years) and 18 kg (range: 14.4-35 kg), respectively.
Fenestrated TCPC operation and fenestration closure
The fenestrated TCPC operation was performed on a beating heart unless other concomitant surgical intervention was required. An extracardiac conduit technique was used in all cases. Prior to 2011 this was performed using aortic or pulmonary homografts, and since 2011 Gore-Tex tubes have been used. Fenestrations were only placed in those patients felt to be at higher risk of early post-operative morbidity. They were created using a punch biopsy tool through the corresponding surfaces of the conduit and the wall of the atrium, and then stabilized using direct suture fixation. The size of the fenestration was 4 or 5 mm in most cases. Fenestration closure was performed under general anesthesia with mechanical ventilation with 40% oxygen. Vessel access was achieved in the standard fashion, preferably through the right femoral vein, and 100 IU/kg of heparin was administered along with antibiotic prophylaxis. After hemodynamic evaluation of the Fontan pathway, angiography was performed in order to demonstrate the position, morphology and size of the fenestration. Early in the series, angiography was performed in a right anterior oblique (30-50°) projection, whilst in the more recent patients, rotational angiography with 3D reconstruction (3DRA) was used for the assessment. The fenestration was crossed with a guidewire, and a 4 Fr balloon wedge catheter was used to perform a test occlusion for 10 min, whilst systemic venous pressure, arterial pressure and arterial saturations were monitored. A systemic venous pressure above 18 mm Hg or an increase after balloon occlusion of more than 5 mm Hg precluded device occlusion. The delivery catheter appropriate for the ADO II was introduced across the communication and the occluder was deployed under fluoroscopic guidance. After confirming stability, the device was released. Repeat hemodynamic measurements and angiography were performed. The intervention was judged successful if the device conformed appropriately and check angiography revealed no more than mild residual flow across the fenestration. All the patients received a single daily oral dose of aspirin (3-5 mg/kg up to a maximum of 75 mg) as ongoing therapy unless they were already on warfarin. A TTE was performed in all patients on the day after fenestration closure. Follow-up visits including physical examination and TTE were scheduled at 1 and 6 months after fenestration closure and 6-12 months thereafter.
Statistical analysis
All data analyses were performed using GraphPad InStat software (GraphPad Inc). Data are presented as frequency, median with range, or mean ± standard deviation, as appropriate. Continuous variables were analyzed using a Mann-Whitney and Student t test. Dichotomous and categorical variables were compared with Fisher exact and χ 2 tests. Paired data were examined using the paired two-tailed t test. The level of statistical significance was set at p ≤ 0.05.
Results
Fifty-three patients underwent fenestration closure with the ADO II device. Of these, 47 have completed at least 6 months of follow-up, meeting the inclusion criteria for this study. The mean oxygen saturation in room air, measured by finger-tip pulse oximetry, before the intervention was 77.1 ±5.9%. On angiography a single surgical fenestration was observed in 40 patients. Seven (17.5%) patients had additional sources of right-to-left shunt: veno-venous collaterals in 6 patients and a pulmonary arterio-venous fistula in 1 patient.
Twenty (42%) patients underwent 22 additional interventions during the index catheterization (Table II) . Eighteen patients had 2 interventions and 2 patients had 3 interventions. Fenestration closure was performed after all the other interventions.
The mean diameter of the fenestration on angiography was 5.1 ±0.9 mm, and the corresponding sizes of ADO II implanted are described in Table III . The mean oxygen saturation increased from 84.8 ±6.1% before to 97.6 ±2.9% after the occlusion (p < 0.001). The mean systemic venous pressure increased from 14.2 ±2.15 mm Hg before to 15.6 ±2.2 mm Hg after the occlusion (p < 0.001). Angiography immediately after device closure demonstrated residual flow in 43 (91.5%) patients. In 4 patients, there was no immediate residual shunt across the device (Figure 1) .
The mean radiation dose and fluoroscopy times were 279.25 ±188.7 mGy and 13.8 ±7.8 min respectively.
The vast majority (45/47) of procedures were technically uncomplicated, but the device needed to be revised in two patients during the index procedure. Angiography in one patient showed a 6.5 mm fenestration with satisfactory hemodynamics during balloon test occlusion. A 6/6 mm ADO II was implanted into the communication, but angiography after release revealed significant residual flow, judged to be related to the distance between the two discs of the ADO II. The occluder was easily removed with a 10 mm Amplatz gooseneck snare (St. Jude Medical, St. Paul, Minnesota) and replaced with a shorter 6/4 mm device. Final angiography showed the occluder in a good position with mild residual flow. Another patient with a 5 mm fenestration had a 5/4 mm device implanted. Subsequent angiography revealed significant residual flow through the lower part of the device due to improper orientation of the right-sided disc. The occluder was easily manipulated and repositioned with a 10 mm goose-neck snare, resulting in only mild residual flow.
Outcomes
The mean room air oxygen saturation measured by finger-tip pulse oximetry on the day before the intervention and on the following day after fenestration closure increased from 77.1 ±5.9% to 94.4 ±2.2% (p < 0.0001). Color Doppler TTE performed on the next day showed trivial or mild residual flow in 18 (38%) patients. One patient developed a small arterio-venous fistula, which was successfully managed by pressure dressing.
Eight patients developed symptoms and signs of heart failure after fenestration closure. Initial management was by optimizing preexisting medical therapy and addition of sildenafil. One patient did not improve with medical therapy, requiring reopening of the fenestration. Prior to fenestration closure, this 7-year-old patient had oxygen saturations of 75% and significantly reduced exercise capacity. A TTE showed moderate impairment of the systemic ventricular function, mild tricuspid valve regurgitation and a 6 mm fenestration with a pulsed wave Doppler derived gradient of 7 mm Hg. During catheterization a previously implanted stent in the left pulmonary artery was redilated, before test occlusion of the fenestration resulted in a saturation increase from 80% to 98% and systemic venous pressure increase from 16 to 19 mm Hg. His fenestration was technically successfully closed with a 6/4 mm ADO II. Despite optimization of diuretics and commencing sildenafil, his heart failure symptoms worsened and he developed bilateral pleural effusions and ascites. He further deteriorated, and required inotropic support. On the fifth day after fenestration closure, the occluder was removed in the catheter laboratory using a 10 mm snare, resulting in an immediate reduction of the mean systemic venous pressure from 23 to 19 mm Hg and the oxygen saturations from 93% to 78%. He made a full recovery, and no further attempts were made to close the fenestration.
Patients who developed heart failure after fenestration closure more often received digoxin (75% vs. 18%, p = 0.003) and sildenafil (87.5% vs. 
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36%, p = 0.015) prior to the procedure (Table IV) . They were also more likely to have systolic impairment of the systemic ventricle (75% vs. 2.5%, p = 0.01) and at catheterization had significantly higher systemic venous pressures before (15.6 ±2.0 mm Hg vs. 13.9 ±2.1 mm Hg, p = 0.039) and after (17.2 ±1.8 mm Hg vs. 15.2 ±2.2 mm Hg, p = 0.02) fenestration closure. They also had lower oxygen saturations (92.7 ±3.8% vs. 94.6 ±1.7%, p = 0.035) on the day after fenestration closure.
Follow-up
All 47 patients attended scheduled outpatient visits. At the latest median follow-up of 19.6 months (range: 8-33.5 months), there were no deaths or further interventions. Figure 2 illustrates finger-tip arterial oxygen saturations before and after fenestration closure and during follow-up visits. Color Doppler TTE showed residual flow across the device in 10 (22%), 5 (11%) and 4 (9%) patients at 1 and 6 months and the latest follow-up, respectively (Figure 3) .
At the latest follow-up, the mean oxygen saturation in room air was 93.7 ±3.4% (excluding the patient who had the fenestration reopened). Trivial residual color flow was seen in 4 patients, whose oxygen saturations were significantly lower than in the patients with no detectable residual fenestration flow (88.5 ±3.9% vs. 94.5 ±2%, p < 0.05). There was no evidence of clot formation in any patients following fenestration closure. There was no deterioration of ventricular function or increase in atrio-ventricular (AV) valve regurgitation in any patient at the latest follow-up, compared with pre-closure assessments.
Discussion
Over the last 15 years, a variety of devices have been used in our unit for closing fenestrations. These included double disc devices such as Starflex, Cardia, Amplatzer Cribriform and Amplatzer Septal Occluder (ASO) [29, 30] . In patients with coexisting tunnel stenosis, large or multiple communications or unfavorable localization of the fenestration for a disc device, we have used covered stents, resulting in simultaneous exclusion of the fenestration and relief of obstruction. Large delivery sheaths, the lack of a retrieval option, and limited options to re-fenestrate, if problems arise, are the potential major drawbacks of covered stents.
The ADO II shares some design features with the ASO. However, due to the thinner nitinol wires and a lack of fabric patches within the discs, the ADO II has a smaller profile and is much softer. Figure 4 presents a comparison between the most commonly used device in our population, 5/4 mm ADO II, and the corresponding 5 mm ASO. Fenestration occlusion with the ADO II results in less metal material in the atrium and allows the use of this device in those patients in whom the curved shape of the tunnel wall may prevent correct alignment of the discs using devices such as the ASO. The largest ADO II has a 6 mm waist with 12 mm diameter discs. This limits the use of ADO II to communications measuring approximately 6 mm. Larger fenestrations are rarely encountered, meaning that most patients have fenestrations which can be closed with the ADO II.
We have described easy removal of this device following heart failure symptoms relatively acutely after fenestration closure. In case of later onset of failing Fontan symptoms after device closure, a new fenestration may be established with transcatheter techniques [31] [32] [33] . The smaller disc of the ADO II may maximize the space available to perform a puncture and construct a new communication. Should the need to perform electrophysiology study or intervention arise in the future, the smaller occluder profile may also be beneficial.
Various modalities have been used to measure the communication including transesophageal echocardiography, intra-cardiac ultrasound, balloon sizing or 3DRA [8, 9, [34] [35] [36] . We rely on angiography, and recently we have moved to 3DRA to visualize the TCPC and measure the size of the fenestration. Figure 5 shows an example of post-processing of a 3D reconstructed image in a TCPC patient before fenestration closure. The softness of the ADO II makes accurate fenestration sizing very important. An oversized device is likely to elongate within the fenestration, resulting in poor apposition of the discs of the device to the wall of the atrium and the systemic venous pathway. This could lead to device embolization, With an undersized device, the waist will not completely fill the communication, resulting in fewer Nitinol cross-sections than required to achieve permanent occlusion.
Those patients who developed early heart failure following device closure had evidence of sub-optimal hemodynamics, in terms of prescribed medications and systolic ventricular function. They also had significantly higher systemic venous pressures both before and after fenestration closure. Despite these factors, we proceeded to close fenestrations in this group, with the aim of increasing oxygen saturations and the exercise capacity, with the potential of risking destabilization and a failing Fontan circulation. Only one patient required removal of the occlusion device, which was performed percutaneously without complications. The rest of the patients were discharged after optimization of their medications and did not develop ascites, edema or other symptoms subsequently.
High rates of complete fenestration occlusion have been reported immediately after implantation of double disc devices with fabric patches within them [8, [13] [14] [15] [16] . The ADO II has no patch; hence almost all patients had residual flow in the post-deployment angiography. The low velocity flow across the fenestration, coupled with effectively 6 layers of nitinol, results in a high chance of eventual complete occlusion. In our population, less than half of those with residual flow on immediate angiography had persistent leak on the next day, and further reductions in residual flow were observed throughout follow-up. At the latest follow-up, 4 patients had trivial residual flow through the device.
Limitations of this study are consistent with the retrospective nature of the study and a relatively short follow-up. The described population consisted of selected higher risk patients at the time of the TCPC and only those with clinically significant fenestrations. Exercise capacity tests before and after the intervention were available only in a few patients; therefore no formal assessment of patients' clinical improvement was attempted in this study. Further follow-up is required to make firm assertions regarding improvement of exercise capacity and more general quality of life.
In conclusion, we have evaluated the technique and medium-term results of TCPC fenestration closure with the ADO II device in 47 consecutive patients. The majority of patients had systemic right ventricles, with hypoplastic left heart syndrome (HLHS) being the most frequent diagnosis. This is the largest study of a single device type for extra-cardiac tunnel fenestration occlusion. The ADO II can be safely and effectively used to close fenestrations in extra-cardiac type Fontan completions. Many of the design features of the device aimed at tubular PDA anatomy are applicable and potentially beneficial in this population. Easy recapture and retrieval of the device is also beneficial when dealing with patients who react unfavorably to fenestration occlusion.
